Output SNR analysis of integrated active noise control and noise reduction in hearing aids under a single speech source scenario by Serizel, Romain et al.
 
  
 
Aalborg Universitet
Output SNR analysis of integrated active noise control and noise reduction in hearing
aids under a single speech source scenario
Serizel, Romain; Moonen, Marc; Wouters, Jan; Jensen, Søren Holdt
Published in:
Signal Processing
DOI (link to publication from Publisher):
10.1016/j.sigpro.2011.01.016
Publication date:
2011
Document Version
Early version, also known as pre-print
Link to publication from Aalborg University
Citation for published version (APA):
Serizel, R., Moonen, M., Wouters, J., & Jensen, S. H. (2011). Output SNR analysis of integrated active noise
control and noise reduction in hearing aids under a single speech source scenario. Signal Processing, 91(8),
1719-1729. https://doi.org/10.1016/j.sigpro.2011.01.016
General rights
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners
and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.
            ? Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
            ? You may not further distribute the material or use it for any profit-making activity or commercial gain
            ? You may freely distribute the URL identifying the publication in the public portal ?
Take down policy
If you believe that this document breaches copyright please contact us at vbn@aub.aau.dk providing details, and we will remove access to
the work immediately and investigate your claim.
Katholieke Universiteit Leuven
Departement Elektrotechniek ESAT-SISTA/TR 10-196
Output SNR analysis of integrated active noise control
and noise reduction in hearing aids under a single speech
source scenario1
Romain Serizel2, Marc Moonen2,
Jan Wouters3 and Søren Holdt Jensen4
Published in Signal Processing (EURASIP), vol. 91, no. 8, Aug.
2011, pp. 1719-1729.
1This report is available by anonymous ftp from ftp.esat.kuleuven.be in the di-
rectory pub/sista/rserizel/reports/10-196.pdf
2K.U.Leuven, Dept. of Electrical Engineering (ESAT), Research group SCD
(SISTA) Kasteelpark Arenberg 10, 3001 Leuven, Belgium, Tel. +32 16 32 9607,
Fax +32 16 321970, E-mail: romain.serizel@esat.kuleuven.be. This research
work was carried out at the ESAT laboratory of the Katholieke Universiteit
Leuven, in the frame of the Marie-Curie Fellowship EST-SIGNAL program
(http://est-signal.i3s.unice.fr) under contract No. MEST-CT-2005-021175, and
the Concerted Research Action GOA-AMBioRICS. The scientific responsibility
is assumed by its authors.
3Katholieke Universiteit Leuven, Department of Neurosciences, Ex-
pORL, O. & N2, Herestraat 49/721, 3000 Leuven, Belgium, E-mail:
Jan.Wouters@med.kuleuven.be
4Aalborg University, Department of Electronic Systems, MISP, Niels Jernes Vej
12 A6-3, 9220 Aalborg, Denmark, E-mail: shj@es.aau.dk
Abstract
This paper analyses the output signal-to-noise ratio for a standard noise
reduction scheme based on the multichannel Wiener filter and for an inte-
grated active noise control and noise reduction scheme based on the filtered-
X multichannel Wiener filter, both applied in a hearing aid framework that
includes the effects of signal leakage through an open fitting and secondary
path effects. In previous work, integrating noise reduction and active noise
control has been shown to allow to compensate for effects of signal leak-
age and secondary path effects. These experimental results are now verified
theoretically. The output signal-to-noise ratios are derived under a single
speech source scenario. Theoretical results are then compared to simulations
for a single noise source scenario and a multiple noise sources scenario.
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1. Introduction
State-of-the-art hearing aids perform Noise Reduction (NR) in order to im-
prove their output Signal-to-Noise Ratio (SNR) and hence to allow for a better
speech understanding in background and to ease listening effort [1]. Conven-
tionnal NR systems such as the Generalized Sidelobe Canceller (GSC) [2] or
techniques based on the Multichannel Wiener Filter (MWF) [3] are commonly
used.
With the advent of efficient feedback control schemes [4, 5], the usage of
hearing aids with an open fitting has become more common. Whereas removing
the earmold reduces the occlusion effect and improves the physical comfort [6],
one major drawback is that the signal leakage through the fitting cannot be ne-
glected anymore. Conventional NR does not take this contribution into account.
Combined with the attenuation in the acoustic path between the hearing aid
loudspeaker and the tympanic membrane (the so-called secondary path), the
noise leaking through the fitting can override the action of the NR processing
done in the hearing aid.
Active Noise Control (ANC) [7, 8, 9] is an efficient way to cancel the effect of
signal leakage and generate a zone of quiet, in this case at the tympanic mem-
brane. In the case of hearing aids, the ANC then has to be performed together
with the NR in order to deliver the desired speech signal at the tympanic mem-
brane. In previous work integrating the ANC and NR in a single set of filters,
based on the so-called Filtered-x Multichannel Wiener Filter (FxMWF) [10],
has been shown to allow to restore the standard NR performance [11].
In a single speech source scenario it is possible to compute the output signal-
to-noise ratio (SNR) of MWF-based NR schemes [12]. In this paper, the single
speech source assumption is applied to derive the output SNR of an MWF-based
NR scheme in a hearing aid with an open fitting, when signal leakage and the
secondary path are taken into account. The single speech source assumption is
then also used to derive the output SNR the integrated ANC and NR scheme.
When the number of sound sources (speech plus noise sources) does not
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exceed the number of input microphones the leakage signal can be rewritten
as a linear combination of the input signals and then the output SNR can be
expressed in a simple form [13]. This allows to verify the results from the
simulations done in previous works [11].
When the number of sound sources is larger than the number of microphones,
the leakage signal can be estimated by a linear combination of the microphone
signals. Using a Mean Squared Error (MSE) estimator, and under certain as-
sumptions, it is still possible to derive an expression of the output SNR that
extends the results from [13].
The signal model for the single speech source scenario is described in Sec-
tion 2. The SNR of MWF-based NR and the effects of the signal leakage and
the secondary path are analysed in Section 3. The SNR of the integrated ANC
and NR scheme is analysed in Section 4. The experimental results are presented
in Section 5 and finally Section 6 presents the conclusions of the paper.
2. Signal model
Let M be the number of microphones (channels). The frequency-domain
signal Xm for microphone m has a desired speech part X
s
m and an additive
noise part Xnm, i.e.:
Xm(ω) = X
s
m(ω) + X
n
m(ω) m ∈ {1 . . .M} (1)
where ω = 2πf is the frequency-domain variable. For conciseness, ω will be
omitted in all subsequent equations.
In the sequel, superscripts s and n will also be used for other signals and vec-
tors, to denote their speech and noise component, respectively. Signal model (1)
holds for so-called “speech plus noise periods”. There are also “noise only peri-
ods” (i.e., speech pauses), during which only a noise component is observed.
In practice, in order to distinguish “speech plus noise periods” from “noise
only periods” it is necessary to use a voice activity detector (VAD). The per-
formance of the VAD can affect the performance of the filters. In this paper
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however, as research on VAD is a vast subject of itself, it has been chosen to
assume that a perfect VAD is available and to focus on the performance im-
provement the usage of ANC together with NR can give compared to NR alone.
The compound vector gathering all microphone signals is:
XT = [X1 . . .XM ] (2)
An optimal (Wiener) filter WT = [W1 . . . WM ] will be designed and applied to
the signals, which minimizes a Mean Squared Error (MSE) criterion:
JMSE = E{|E|
2} (3)
Where E is the expectation operator and E is an error signal to be defined next,
depending on the scheme applied. The filter output signal Z (i.e., the signal to
be fed in the hearing aid loudspeaker) is defined as:
Z = WHX (4)
where H denotes the Hermitian transpose.
The desired speech signal, as defined in [11], is arbitrarily chosen to be the
(unkown) speech component of the first microphone signal (m = 1), up to a
delay ∆. This can be written as:
DNR = G
H
1,∆X
s (5)
GH1,∆ = [Ge
−jω∆|0 . . . 0] (6)
= Ge1,∆ (7)
where the gain G is the amplification that compensates for the hearing loss.
The autocorrelation matrices of the speech component and the noise com-
ponent of the microphone signals are given by:
Rs = E{X
sXs
H} (8)
Rn = E{X
nXn
H} (9)
In a stationary scenario, and if the speech signal and the noise signal are
assumed to be uncorrelated, Rn can be estimated during “noise only periods”
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and Rs can be estimated during “speech plus noise periods” using:
Rs = E{XX
H} − E{XnXnH} (10)
In practice, the correlation matrices are not known but they are estimated
recursively. The estimate of the autocorrelation matrix of the microphone sig-
nals is updated during “speech plus noise periods”, using:
R̃x = λR̃x + (1 − λ)XX
H (11)
where λ ∈ [0 1] is an exponential forgetting factor that depends on the number of
past samples to be taken into account. Here λ = 1
Nsamples
with Nsamples = 20000
samples.
The estimate of the autocorrelation matrix of the noise component of the
microphone signals is updated similarly during “noise only periods”, using:
R̃n = λR̃n + (1 − λ)XX
H (12)
The estimate of the autocorrelation matrix of the speech component of the
microphone signal is then given by:
R̃s = R̃x − R̃n (13)
The number of sound sources (speech plus noise sources) will be denoted
by Q. It is assumed in all subsequent schemes that only one speech source is
present. The autocorrelation matrix of the speech component of the microphone
signal (Rs) is then rank-1 and can be rewritten as:
Rs = P
sAAH (14)
where P s is the power of the speech signal and A is the M -dimensional steering
vector, which contains the acoustic transfer functions from the speech source
position to the hearing aid microphones (including room acoustics, microphone
characteristics, and head shadow effect).
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3. MWF-based Noise Reduction
The MWF aims to minimize the squared distance between the filtered mi-
crophone signal (WHX) and the desired speech signal (DNR = G
H
1,∆X
s). The
corresponding MSE criterion is:
JMSE = E{|ENR|
2} (15)
ENR = W
HX− GH1,∆X
s (16)
The MWF solution is given as:
WNR = (Rs + Rn)
−1RsG1,∆ (17)
In the single speech source case, the Woodbury identity can be applied to
compute the inverse of the pencil matrix (Rs + Rn) [12]. The filter (17) can
then be rewritten as follows:
WNR =
R−1n Rs
ρ + 1
G1,∆ (18)
with
ρ = P sAHR−1n A (19)
The filter (18) is designed without taking the effects of the signal leakage
and the secondary path effects into account. In Section 3.1, the output SNR
performance of such a system is first computed in the absence of signal leakage
and secondary path effects.
The hearing aid with an open fitting has no earmold to prevent ambient
sound from leaking into the ear canal, which results in additional leakage signal
l reaching the tympanic membrane. In literature this leakage signal can also
be refered to as “vent-through” or “direct sound” [14][15]. No direct processing
can be done on this signal, therefore its SNR is generally lower than for the
signal provided by the hearing aid.
The MWF-based NR schemes ignore the so-called secondary path, i.e., the
propagation from the loudspeaker to the tympanic membrane. In the case of
hearing aids with an open fitting, this secondary path includes the effects of the
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transfer function that models the acoustic propagation from the receiver to the
tympanic membrane (including the loudspeaker response itself) and the effects
of the sound transfered from the ear canal to the open field through the open
fitting (also know as “vent-loss”). In the context of hearing aids, this secondary
path then usually acts as an attenuation. Therefore, the degradation caused by
the signal leakage may be even more important when the secondary path is taken
into account. Assuming that the loudspeaker characteristic is approximately
linear, the secondary path can be represented by a transfer function C(z).
The effects of these perturbations on the output SNR of the MWF-based NR
scheme are analysed in Section 3.2 and 3.3. Figure (1) shows an MWF-based
NR for a hearing aid (i.e., with the secondary path and the signal leakage).
3.1. Output SNR
In the absence of signal leakage and secondary path effects the output SNR
of the system is given by:
SNRNR(noLeakage) =
WHNRRsWNR
WHNRRnWNR
=
ρ2
ρ+1PDNR
ρ
ρ+1PDNR
(20)
= ρ (21)
Where PDNR is the power of the desired speech signal:
PDNR = G
H
1,∆RsG1,∆ (22)
= G2σs1 (23)
and σs1 is the variance of the speech component in the first microphone signal
(m = 1):
σs1 = E{X
s
1X
s
1
H} (24)
This result is similar to the SNR formula in [12] and does not depend on
the amplification gain G. However, it does not include the effects of the signal
leakage and the secondary path effects.
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3.2. Output SNR with signal leakage
In a hearing aid with an open fitting there is no earmold to prevent the
ambient sound from leaking into the ear canal, which results in an additional
leakage signal l reaching the tympanic membrane [14]. No direct processing
can be done on this signal, therefore its SNR is generally lower than for the
output signal provided by the hearing aid (4). In the subsequent equations,
the frequency-domain leakage signal L will be used instead of the time-domain
leakage signal l.
Taking the signal leakage effects into account, the output SNR of the stan-
dard NR scheme can be rewritten:
SNRNR(Leakage) =
E{|WHXs + Ls|2}
E{|WHXn + Ln|2}
(25)
=
ρ2
ρ+1PDNR +
ρ
ρ+1α + PLs
ρ
ρ+1PDNR +
1
ρ+1α + PLs
(26)
with
PLs = E{|L
s|2} (27)
PLs = E{|L
n|2} (28)
α = GH1,∆rsl + r
H
slG1,∆ (29)
= G(eH1,∆rsl + r
H
sle1,∆) (30)
where PLs and PLs are the power of the speech component and the noise com-
ponent of the leakage signal, respectively.
The cross-correlation vector rsl between the speech component of the micro-
phone signals and the speech component of the leakage signal is given by:
rsl = E{X
sLs} (31)
If the speech component and the noise component of the microphone signals
and the leakage signal are assumed to be uncorrelated, rsl can be estimated
using:
rsl = E{XL} − E{X
nLn} (32)
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where E{XL} is estimated during “speech plus noise periods” and E{XnLn}
and is estimated during “noise only periods”.
From equations (23) and (26) one can identify the two extreme cases for the
output SNR of the filter (18), when the signal leakage is taken into account,
which are given by:
lim
G→0
WNR(Leakage) =
PLs
PLs
= SNRleakage (33)
lim
G→∞
WNR(Leakage) = ρ = SNRNR(noLeakage) (34)
When the amplification gain G is small, the output SNR is equivalent to the
leakage SNR, i.e., the NR has no effect on the signal delivered at the tympanic
membrane. When the amplification gain G is large, the output SNR is equivalent
to the output SNR of the NR scheme without leakage, i.e., the signal leakage has
no effect on the signal delivered at the tympanic membrane (see also Section 5).
3.3. Output SNR with signal leakage and secondary path effects
The MWF-based NR scheme ignores the secondary path. This secondary
path usually acts as an attenuation and has an effect on the perfomance of the
NR scheme. The output SNR of the MWF-based NR scheme can be rewritten to
take the signal leakage effect and the effect of the secondary path into account:
SNRNR(Leak+Sec) =
E{|C∗WHXs + Ls|2}
E{|C∗WHXn + Ln|2}
(35)
=
|C|2 ρ
2
ρ+1PDNR + (C + C
∗) ρ
ρ+1α + PLs
|C|2 ρ
ρ+1PDNR + (C + C
∗) 1
ρ+1α + PLs
where ∗ denotes the conjugate of a complex number.
This expression is very similar to (26) except that due to the attenuation
caused by the secondary path C, the system needs a larger amplification gain
G to restore the performance back to the performance of the NR scheme in
the absence of signal leakage and secondary path effects (see also Section 5). In
hearing aids, the amplification gain G can be design to compensate for the effects
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of the secondary path. This solution, however, provides a fixed compensation
and can become partly ineffective if the secondary path is changing over time.
In the single speech source scenario, the theory confirms the observations
made in [11]. The secondary path and the signal leakage degrade the NR perfo-
mance when the amplification gain G is small. One solution to compensate for
these pertubations is to integrate ANC into the NR scheme.
4. Integrated Active Noise Control and Noise Reduction
This section first presents a frequency-domain description of the integrated
ANC and NR scheme introduced in [11] and then analyses its output SNR per-
formance. The scheme integrates NR and ANC in a single set of adaptive filters.
Note that in practice, to ensure causality, the filter coefficients are computed
in the frequency-domain while the filtering operation itself is performed in the
time-domain (Figure 2), in a similar way as presented in [16].
The performance of feedforward ANC schemes is highly dependent on the
causality of the system [7] and the impact of causality on the performance
of the integrated ANC and NR scheme has been studied in [11]. In hearing
aids, the causalilty margin is rather low as the acoustic propagation time from
the input microphones position to the ear canal microphone position is really
small. In this paper however the hearing aid processing delays (i.e., Analog-
to-Digital converter delays, Digital-to-Analog converter delays. . . ) have been
neglected such that the ANC schemes to be designed are causal. Therefore, all
the subsequent theoretical expressions of the output SNR are valid only when
the system is causal.
The aim of the integrated ANC and NR scheme is to minimize the squared
distance between a desired speech signal (DNR = G
H
1,∆X
s) and the speech
signal delivered at the tympanic membrane (C∗WHXs) and at the same time
to minimize the residual noise at the tympanic membrane (C∗WHXn + Ln).
Therefore the desired signal to be used here is:
DInt = G
H
1,∆X
s − Ln (36)
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and the MSE criterion to be minimized is:
JMSE = E{|EInt|
2} (37)
EInt = C
∗·Z − DInt (38)
= C∗·WHX + Ln − XsG1,∆
The optimal filter (FxMWF) minimizing (37) is:
WInt =
Ĉ∗
|Ĉ|2
(Rs + Rn)
−1(RsG1,∆ − rnl) (39)
Where Ĉ is an estimate of the secondary path C and rnl is the cross-
correlation vector between the noise component of the microphone signal and
the noise component of the leakage signal defined as:
rnl = E{X
nLn} (40)
The secondary path can be estimated off-line using classic identification
methods based for example on Least Mean Square (LMS) algorithms, or on-line
by adding random noise to the signal exciting the secondary path, as intro-
duced by Eriksson et al. in [17] and later refined by Kuo et al. [18] and Zhang
et al. [19].
4.1. Output SNR when the number of sources is less than or equal to the number
of microphones
In [13], the output SNR of the integrated ANC and NR scheme has been
derived when the number of sources (speech plus noise sources) is less than or
equal to the number of microphones (Q ≤ M). Under this assumption it can be
shown that the leakage signal can be rewritten as a linear combination of the
microphone signals:
L = PHX (41)
PT = [P1 . . . PM ] (42)
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The filter (39) then becomes:
WInt(Q≤M) =
Ĉ∗
|Ĉ|2
(Rs + Rn)
−1(RsG1,∆ − RnP) (43)
In the single speech source scenario, the Woodbury identity can be applied
to invert the pencil matrix (Rs + Rn), leading to:
WInt(Q≤M) =
Ĉ∗
|Ĉ|2
[
R−1n Rs
1 + ρ
(G1,∆ + P) − P] (44)
Note that this filter WInt(Q≤M) can be separated into two filters, as in [11]:
U =
Ĉ∗
|Ĉ|2
R−1n Rs
1 + ρ
G1,∆ (45)
V =
Ĉ∗
|Ĉ|2
[
R−1n Rs
1 + ρ
P − P] (46)
The first filter U is an MWF-based NR filter that compensates for the effects
of the secondary path. Expression (45) is indeed very similar to (18). This can
be used instead of designing the amplification gain G so that it compensates for
the effects of the secondary path. If the secondary path is estimated online, the
compensation is then adaptive and robust to changes of scenarios (hearing aid
moves slightly, ear become partly obstructed. . . ).
The second filter V is an ANC filter that estimates the noise component of
the leakage signal. The output signal of V after filtering by the secondary path,
is given by:
C∗VHX =
R−1n Rs
1 + ρ
(PH)X− PHX (47)
= Ls − L (48)
= −Ln (49)
Assuming that the secondary path identification error is small (Ĉ ≈ C), the
output SNR of the system, taking both the signal leakage and the secondary
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path effects into account, is given by:
SNRInt(Q≤M) =
E{|C∗WHXs + Ls|2}
E{|C∗WHXn + Ln|2}
(50)
=
E{|C∗WHXs + PHXs|2}
E{|C∗WHXn + PHXn|2}
(51)
=
ρ2
(ρ+1)2 PDNR +
ρ2
(ρ+1)2 α +
ρ2
(ρ+1)2 PLs
ρ
(ρ+1)2 PDNR
ρ
(ρ+1)2 α +
ρ
(ρ+1)2 PLs
= ρ = SNRNR(noLeakage) (52)
The secondary path and the noise component of the leakage signal are in-
cluded in the cost function of the integrated ANC and NR scheme (37). There-
fore, the signal leakage has no effect on the performance of the system and the
scheme delivers a constant output SNR for any amplification gain G. The SNR
is then equal to the SNR of the MWF-based NR scheme in the absence of signal
leakage and the secondary path effects (see also Section 5). Note also that the
theoretical formula of the output SNR (52) do not depend on this vector P.
Therefore, in this case, there is no need to know P1 . . . PM explicitly.
4.2. Output SNR when the number of sources is larger than the numbers of
microphones
When the number of sound sources is larger than the number of microphones
(Q > M), the leakage signal can be approximated by a linear combination of
the input signals. The leakage signal can then be rewritten as:
L = P̃
H
X + eL (53)
P̃
T
= [P̃1 . . . P̃M ] (54)
where eL is the estimation error. Here the filter P̃ is designed to minimize the
mean-square value of eL:
E{|eL|
2} = E{|L − P̃
H
X|2} (55)
Based on this expression for the leakage signal, the MSE criterion (37) used
to design the integrated filter WInt can be rewritten as:
JMSE = E{|C
∗·WHX + P̃
H
Xn + enL − G
H
1,∆X
s|2} (56)
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The estimation error eL is then orthogonal to the microphone signals and to
the microphone signals filtered by P̃ [20]:
E{XeHL } = 0 (57)
E{P̃
H
XeHL } = 0 (58)
If the filter W is varies slowly, it can be shown that eL is also orthogonal to
the microphone signals filtered by W:
E{WHXeHL } = 0 (59)
The integrated filter WInt can then be rewritten as in (43):
WInt(Q>M) =
Ĉ∗
|Ĉ|2
(Rs + Rn)
−1(RsG1,∆ − RnP̃) (60)
which is (43) with P replaced by P̃.
The absence of the estimation error eL in formula (60) implies that the
integrated ANC and NR scheme can compensate only for the estimated part of
the leakage signal. The scheme can fully compensate for signal leakage when
the number of sound sources (speech plus noise sources) is less than or equal to
the number of microphones and so the estimation error eL is zero. When the
number of sources is larger than the number of microphone, the integrated ANC
and NR scheme will only compensate for the estimated leakage signal (P̃
H
X).
In the single speech source scenario, the Woodbury identity can be applied
to invert the pencil matrix (Rs + Rn) in (60), leading to an expression similar
to (44):
WInt(Q>M) =
Ĉ∗
|Ĉ|2
[
R−1n Rs
1 + ρ
(G1,∆ + P̃) − P̃] (61)
Assuming that the secondary path identification error is small (Ĉ ≈ C), the
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output SNR of the system is given by:
SNRInt(Q>M) =
E{|C∗WHXs + Ls|2}
E{|C∗WHXn + Ln|2}
(62)
=
E{|C∗WHXs + P̃
H
Xs + esL|
2}
E{|C∗WHXn + P̃
H
Xn + enL|
2}
(63)
=
ρ2
(ρ+1)2 (PDNR + α + P̃
H
RsP̃) + Ees
L
ρ
(ρ+1)2 (PDNR + α + P̃
H
RsP̃) + Een
L
where Ees
L
and Een
L
are the power of the speech component and the noise com-
ponent in the estimation error eL, respectively:
Ees
L
= E{|esL|
2} (64)
Een
L
= E{|enL|
2} (65)
When the number of sound sources (speech plus noise sources) is less than
or equal to the number of microphones, the estimation error eL is zero. For-
mula (63) then reduces to (52). In this case, the integrated ANC and NR scheme
delivers a constant output SNR equal to the output SNR of the MWF-based NR
in the absence of signal leakage and the secondary path effects. This confirms
what was shown in the previous section.
When the number of sources is larger than the number of microphones, the
estimation error eL is not zero in general. One can then again identify the two
extreme cases for the output SNR of the integrated ANC and NR scheme:
lim
G→0
WInt(Q>M) =
P̃
H
RsP̃ + Ees
L
P̃
H
RsP̃ + Een
L
(66)
lim
G→∞
WInt(Q>M) = ρ = SNRNR(noLeakage) (67)
As the number of sources grows, the power of the estimation error eL is
expected to grow also. The extreme output SNR case for low amplification then
becomes:
lim
(G,Q)→(0,∞)
WInt(Q>M) =
Ees
L
Een
L
= SNReL (68)
The integrated ANC and NR scheme then tends to behave more like an
MWF-based NR under signal leakage effects as it only compensate for the sec-
ondary path effects (see also Section 5).
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5. Experimental results
The MWF-based NR and the integrated ANC and NR scheme presented in
Section 3 and in Section 4, respectilvely, have been tested experimentally and
their performance has been compared to the theoretical performance.
5.1. Experimental setup
The simulations were run on acoustic path measurements obtained with a
CORTEX MK2 manikin head and torso equipped with artificial ears and a two-
microphones behind-the-ear (BTE) hearing aid. The sound sources (FOSTEX
6301B loudspeakers) were postioned at 1 meter from the center of the head.
The speech source was located at 0◦ and the noise sources at 30◦, 90◦, 270◦ and
330◦. The BTE was worn on left ear, facing the noise source at 270◦. Com-
mercial hearing aids currently do not have an ear canal microphone, therefore
the artificial ear eardrum microphone is used here to generate the error signal.
The tests were run on 22 seconds long signals. The speech was composed of
three sentences from the HINT database [21] concatenated with silence periods.
The noise was the multitalker babble from Auditec [22]. All the signals were
sampled at 16kHz.
The filter length is set to N = 128, and the NR delay is set to half of the NR
filter length (∆ = 64). The secondary path C(z) is estimated off-line using an
identification technique based on the Normalized Least Mean Squares (NLMS)
algorithm. The length of the estimated path Ĉ(z) is set to L = 32.
The (BTE microphone) input SNR is often used as a reference measure in
standard NR schemes. In this case, as the integrated ANC and NR scheme also
perfoms ANC, the leakage signal SNR, which can also be considered as the SNR
when the hearing aid is turned off, is taken as a reference. The intelligibility-
weighted signal-to-noise ratio improvement [23] is used here as a performance
measure, which is defined as
∆SNRintellig =
∑
i
Ii(SNRi,out − SNRi,leak) (69)
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where Ii is the band importance function defined in [24] and SNRi,out and
SNRi,leak represent the output SNR and the leakage SNR (in dB) of the ith
band, respectively.
Two experiments are presented here. The first experiment shows the output
∆SNRintellig of the MWF-based NR and the integrated ANC and NR scheme
when only the noise source at 270◦ is active. The second experiment aims at
showing the effect of the number of sources (speech plus noise sources) on the
output ∆SNRintellig of the integrated ANC and NR scheme.
5.2. Output SNR in a single noise source scenario
To evaluate the effects of signal leakage and the secondary path effects, the
microphone signals are first filtered by the MWF-based NR scheme and then fil-
tered by the integrated ANC and NR scheme. Depending on which disturbance
is being tested, the output signal can then be filtered by the secondary path
model C(z) and/or the leakage signal can be added. The system is calibrated
so that the reference SNR (leakage signal SNR), is equal to 0dB.
Figure 3 presents the theoretical output ∆SNRintellig of the MWF-based
NR with signal leakage, with signal leakage and secondary path effects and the
theoretical output ∆SNRintellig of the integrated ANC and NR scheme, all are
based on the formulas derived in Sections 3 and 4. The theoretical ∆SNRintellig is
presented for an amplification gain varying from 0dB to 20dB. The amplification
gain G is flat, i.e., it takes the same value for all frequency bands. The system
is calibrated so that for G = 0dB, for a source at 0◦, the leakage signal and the
signal fed in the loudspeaker have equal full-band power.
When the signal leakage is the only disturbance considered, the degradations
induced by the signal leakage remain small even for reasonably small amplifi-
cation gain G (down to 8dB (Figure 3)). However, introducing both the signal
leakage and the secondary path the degradations are significant for amplifica-
tion gains up to at least 20dB. The integrated ANC and NR scheme delivers a
constant output ∆SNRintellig for any amplification gain G. This confirms the
results presented in [11].
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Figure 4 shows the simulated output ∆SNRintellig for the MWF-based NR
(with signal leakage only and with signal leakage and secondary path effects)
and the simulated output ∆SNRintellig for the integrated ANC and NR scheme.
The amplification gain G varies from 0dB to 20dB. The performance of the
MWF-based NR under the different disturbances is similar to the theoretical
performance. The integrated ANC and NR scheme delivers an almost constant
output ∆SNRintellig which also confirms the theoretical results, i.e., that the
integrated ANC and NR scheme allows to restore the NR performance and de-
liver a constant output ∆SNRintellig for any amplification gain G in the scenario
where the number of sources is less than or equal to the number of microphones.
5.3. Output SNR in a multiple noise sources scenario
To evaluate the effects of the number of sound sources (speech plus noise
sources) on the performance of the integrated ANC and NR scheme, multiple
noise sources are used to compose the input signals. When only one noise source
is active, the noise source at 270◦ (facing the hearing aid) is used. Then the
noise source at 90◦ is added for the 2 sources scenario, the noise source at 330◦
is added for the 3 sources scenario and finally the noise source at 30◦ is added
for the 4 sources scenario.
As explained in Section 4.2 the number of sound sources (speech plus noise
sources) has an impact on the performance of the integrated ANC and NR
scheme. The number of noise sources similarly has an impact on the performance
of MWF-based NR schemes (i.e., ρ depends on the number of noise sources). In
order to observe the effects of the number of sound sources (speech plus noise
sources) on the ANC part of the integrated ANC and NR schemes it is more
convenient to look at the normalized output SNR improvement:
∆SNRintellig =
∆SNRintellig
∆ρintellig
(70)
Where ∆ρ is the intelligibility-weighted signal-to-noise ratio improvement for
the MWF-based NR scheme when no perturbation is taken into account. It is
defined as follows:
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∆ρintellig =
∑
i
Ii(ρi − SNRi,leak) (71)
Where ρi represents the output SNR (in dB) of the ith band for the MWF-based
NR scheme with no perturbation.
Figure 5 shows the simulated output ∆SNRintellig performance of the inte-
grated ANC and NR scheme for an amplification of 0dB (where the integrated
ANC and NR scheme acts as an ANC filter that estimates the noise component
of the leakage signal) and an amplification of 20dB (where the integrated ANC
and NR scheme acts as an MWF-based NR with no pertubations) and for a
number of noise sources varying from 1 to 4. For an amplification gain of 20dB
the output ∆SNRintellig decreases when the number of noise sources increases.
This shows the effect of the number of noise sources on the NR part of the inte-
grated ANC and NR scheme. For an amplification gain of 0dB the degradation
of the output ∆SNRintellig introduced by the number of noise sources is related
to the fact that the integrated ANC and NR scheme can only compensate for
an estimate of the leakage signal when the number of sources becomes larger
than the number of microphones (as explained in Section 4.2).
Figure 6 shows the normalized simulated output SNR improvement (∆SNRintellig)
of the integrated ANC and NR scheme, for an amplification varying from 0dB to
20dB and for scenarios with 1 to 4 noise sources. For large amplification gains,
the integrated ANC and NR scheme deliver the same output ∆SNRintellig as
the MWF-based NR in absence of signal leakage and secondary path effects for
any number of noise sources. For small amplification gains, when the number of
noise sources increases, the output SNR decreases. The ANC can compensate
only for the estimated part of the leakage signal and the integrated ANC and NR
scheme tends to behave as a MWF-based NR compensating for the secondary
path. This can be seen on Figure 7 where the simulated output ∆SNRintellig
performance of the integrated ANC and NR scheme and of the MWF-based
NR are plotted for the 4 noise sources scenario. The integrated ANC and NR
scheme then tends to behave as the MWF-based NR under signal leakage effects
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(i.e., when the effects of the secondary path are compensated for).
6. Conclusions
For a single speech source scenario, it can be shown theoretically that the
signal leakage and the secondary path effects degrade the performance of a
standard NR based on MWF, especially so when a small amplification G is
applied in the hearing aid. This confirms previous observations and simulations
results as well as the need, with increased usage of hearing aids with open fitting,
of a scheme that compensates for signal leakage.
It has been shown in previous work that integrating NR and ANC in a single
set of filters allows to compensate for the signal leakage and the secondary path
effects. When the number of sound sources (speech plus noise sources) is less
than or equal to the number of microphones the leakage signal can be written
as a linear combination of the microphone signals. It is then possible to derive
a simple formula for the output SNR of the integrated ANC and NR scheme.
The integrated ANC and NR scheme then allows to restore the NR performance
and delivers a constant output SNR for any amplification gain G as in absence
of signal leakage and secondary path effects.
When the number of sound sources is larger than the number of microphones,
it is possible to rewrite the leakage signal as the sum of a linear combination of
the microphone signals and an estimation error. The integrated ANC and NR
scheme can then compensate only for the estimated part of the leakage signal.
When the number of sound sources grows so does the estimation error, and
so the integrated ANC and NR scheme tends to behave like an MWF-based
NR, which also compensantes for the secondary path effect. Therefore, it still
improves the output SNR performance compared to a standard MWF-based
NR.
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Figure 1: MWF-based NR in hearing aids framework
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Ĉ(z)
+
Σ
Σ
w1[k]
+
+
wM[k]
Σ
+
+
C(z)
G∆
Figure 2: Integrated ANC and NR in the hearing aids framework
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Figure 3: Theoretical output SNR for the MWF-based NR scheme and for the integrated
ANC and NR scheme
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Figure 4: Simulated output SNR for MWF-based NR scheme and for the integrated ANC and
NR scheme (noise source at 270◦)
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Figure 5: Simulated output SNR for the integrated ANC and NR scheme depending on the
number of noise sources (G = 0dB and G = 20dB)
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Figure 6: Normalized simulated output SNR (
10log10SNR
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) for the integrated ANC and NR
scheme (noise source at 270◦, 90◦, 330◦ and 90◦)
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Figure 7: Simulated output SNR for MWF-based NR scheme and for the integrated ANC and
NR scheme (noise source at 30◦, 90◦, 270◦ and 330◦)
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